Table 6. Field Duplicate Precision, 4Q 2006

Primary Dup
Primary Sample Result Duplicate Sample Result Units RPD
Event AM-1-PM10 AM-1-PM10-DUP (%)
Parameter: [ALPHA, GROSS
103 P-0769 <5.72 P-0772 <5.03 PCI 0
104 P-0773 <5.72 P-0776 <4.99 PCI 0
105 P-0778 <571 P-0781 6.2 PCI 8
107 P-0786 <4.39 P-0789 < 5.66 PCI 0
108 P-0790 <4.74 P-0793 12.6 PCI 91
111 P-0804 <4.89 P-0807 <5.05 PCI 0
113 P-0812 7.36 P-0815 8.52 PCI 15
Parameter: |ALUMINUM
103 P-0769 213 P-0772 171 UG 22
104 P-0773 162 P-0776 171 UG 5
105 P-0778 289 P-0781 273 UG 6
107 P-0786 163 P-0789 175 UG 7
108 P-0790 291 P-0793 268 UG 8
111 P-0804 215 P-0807 <120 UG 57
113 P-0812 258 P-0815 292 UG 12
Parameter: |ARSENIC
103 P-0769 0.96 P-0772 1.1 uG 14
104 P-0773 <1l.2 P-0776 <1l1 UG 9
105 P-0778 <12 P-0781 <0.95 UG 23
107 P-0786 <0.89 P-0789 <0.89 UG 0
108 P-0790 <0.89 P-0793 <0.89 UG 0
111 P-0804 <0.89 P-0807 <0.89 UG 0
113 P-0812 <0.89 P-0815 <0.89 UG 0
Parameter: [CADMIUM
103 P-0769 0.038 P-0772 0.041 UG 8
104 P-0773 <0.028 P-0776 0.028 UG 0
105 P-0778 0.037 P-0781 0.051 UG 32
107 P-0786 0.034 P-0789 0.036 UG 6
108 P-0790 0.055 P-0793 0.06 UG 9
111 P-0804 0.18 P-0807 0.13 UG 32
113 P-0812 0.084 P-0815 0.094 UG 11
Parameter: [CHROMIUM, TOTAL
103 P-0769 <23 P-0772 <23 UG 0
104 P-0773 <23 P-0776 <23 UG 0
105 P-0778 <23 P-0781 <23 UG 0
107 P-0786 <23 P-0789 <23 UG 0
108 P-0790 <23 P-0793 <23 UG 0
111 P-0804 <23 P-0807 2.4 UG 4
113 P-0812 <23 P-0815 <23 UG 0
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Primary Dup
Primary Sample Result Duplicate Sample Result Units RPD
Event AM-1-PM10 AM-1-PM10-DUP (%0)
Parameter: |[COBALT
103 P-0769 <23 P-0772 <23 uG 0
104 P-0773 <23 P-0776 <23 UG 0
105 P-0778 <23 P-0781 <23 UG 0
107 P-0786 <23 P-0789 <23 UG 0
108 P-0790 <23 P-0793 <23 UG 0
111 P-0804 <23 P-0807 <23 uG 0
113 P-0812 <23 P-0815 <23 UG 0
Parameter: |[COPPER
103 P-0769 11.9 P-0772 12.6 UG 6
104 P-0773 9.1 P-0776 9.5 UG 4
105 P-0778 155 P-0781 15.6 UG 1
107 P-0786 11.9 P-0789 14.1 UG 17
108 P-0790 123 P-0793 13.9 UG 12
111 P-0804 135 P-0807 10 UG 30
113 P-0812 219 P-0815 24.2 UG 10
Parameter: [MANGANESE
103 P-0769 72 P-0772 6.2 UG 15
104 P-0773 51 P-0776 4.8 UG 6
105 P-0778 105 P-0781 9.9 UG 6
107 P-0786 8.9 P-0789 9 UG 1
108 P-0790 10.7 P-0793 121 UG 12
111 P-0804 8.8 P-0807 6.4 UG 32
113 P-0812 10.8 P-0815 11.7 UG 8
Parameter: |NICKEL
103 P-0769 <12 P-0772 <12 UG 0
104 P-0773 1.2 P-0776 13 UG 8
105 P-0778 <12 P-0781 <12 uG 0
107 P-0786 <12 P-0789 <12 UG 0
108 P-0790 <12 P-0793 <41 UG 0
111 P-0804 <1.2 P-0807 <12 UG 0
113 P-0812 <12 P-0815 <12 UG 0
Parameter: |Particulate Matter < 10 microns
103 P-0769 12100 P-0772 13300 UG 9
104 P-0773 7900 P-0776 8300 UG 5
105 P-0778 13100 P-0781 13900 UG 6
106 P-0782 8300 P-0785 9900 UG 18
107 P-0786 11200 P-0789 12700 UG 13
108 P-0790 19000 P-0793 21000 UG 10
111 P-0804 4800 P-0807 300 UG 176
113 P-0812 6000 P-0815 8400 UG 33
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Primary Dup
Primary Sample Result Duplicate Sample Result Units RPD
Event AM-1-PM10 AM-1-PM10-DUP (%0)
Parameter: |RADIUM-226
103 P-0769 <0.995 P-0772 <0.692 PCI 0
104 P-0773 <0.758 P-0776 <0.586 PCI 0
105 P-0778 <0.923 P-0781 <0.591 PCI 0
107 P-0786 <0.331 P-0789 <0.681 PCI 0
108 P-0790 <0.539 P-0793 1.46 PCI 92
111 P-0804 <0.214 P-0807 <0.302 PCI 0
113 P-0812 <0.804 P-0815 <0.503 PCI 0
Parameter: |RADIUM-228
103 P-0769 <2.48 P-0772 2.31 PCI 7
104 P-0773 <1.85 P-0776 <176 PCI 0
105 P-0778 <24 P-0781 <241 PCI 0
107 P-0786 <152 P-0789 <164 PCI 0
108 P-0790 <2.07 P-0793 <2.42 PCI 0
111 P-0804 <24 P-0807 <251 PCI 0
113 P-0812 <2.59 P-0815 <254 PCI 0
Parameter: |SULFATE
103 P-0769 13 P-0772 <0.81 MG 46
104 P-0773 11 P-0776 11 MG 0
105 P-0778 11 P-0781 12 MG 9
107 P-0786 0.57 P-0789 0.64 MG 12
108 P-0790 <11 P-0793 <12 MG 0
111 P-0804 <0.42 P-0807 <0.61 MG 0
113 P-0812 0.42 P-0815 0.49 MG 15
Parameter: |THORIUM-228
103 P-0769 <0.227 P-0772 <0.286 PCI 0
104 P-0773 <0.256 P-0776 <0.312 PCI 0
105 P-0778 <0.379 P-0781 <0.501 PCI 0
107 P-0786 <0.371 P-0789 <0.347 PCI 0
108 P-0790 <0.28 P-0793 <0.353 PCI 0
111 P-0804 <0.267 P-0807 <0.288 PCI 0
113 P-0812 <0.425 P-0815 <0.201 PCI 0
Parameter: [THORIUM-230
103 P-0769 0.271 P-0772 <0.312 PCI 14
104 P-0773 <0.246 P-0776 0.699 PCI 9%
105 P-0778 <0.26 P-0781 <027 PCI 0
107 P-0786 <0.355 P-0789 0.333 PCI 6
108 P-0790 <0.27 P-0793 <0.418 PCI 0
111 P-0804 0.365 P-0807 <0277 PCI 27
113 P-0812 0.303 P-0815 <0.163 PCI 60
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Primary Dup
Primary Sample Result Duplicate Sample Result Units RPD
Event AM-1-PM10 AM-1-PM10-DUP (%)
Parameter: [THORIUM-232
103 P-0769 <0.217 P-0772 <0.222 PCI 0
104 P-0773 <0.246 P-0776 <03 PCI 0
105 P-0778 <0.26 P-0781 <027 PCI 0
107 P-0786 <0.29 P-0789 <0.332 PCI 0
108 P-0790 <027 P-0793 <034 PCI 0
111 P-0804 <0.257 P-0807 <0277 PCI 0
113 P-0812 <0.278 P-0815 <0.193 PCI 0
Notes

UG = micrograms
PCI = picoCuries
PM-10 = particulate matter with a diameter of 10 microns or less

RPD = relative percent difference

J = estimated value
UJ = estimated with an elevated method detection limit
< = not detected above the laboratory reporting limit
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